Development and validation of a flow-injection method for the determination of albumin tannate, the active component of a pharmaceutical preparation.
A flow-injection analysis method for the determination of albumin tannate in tablets is reported. After optimization of the variables involved, the method has been characterized and validated in terms of calibration using three procedures: repeatability and reproducibility; ruggedness; and selectivity. Finally, it has been applied to real samples (tablets).